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Abstract: Over the last three decades, phage display technology has been used for the display 
of target-specific biomarkers, peptides, antibodies, etc. Phage display-based assays are mostly 
limited to the phage ELISA, which is notorious for its high background signal and laborious 
methodology. These problems have been recently overcome by designing a dual-display phage 
with two different end functionalities, namely, streptavidin (STV)-binding protein at one end 
and a rheumatoid arthritis-specific autoantigenic target at the other end. Using this dual-display 
phage, a much higher sensitivity in screening specificities of autoantibodies in complex serum 
sample has been detected compared to single-display phage system on phage ELISA. Herein, 
we aimed to develop a novel, rapid, and sensitive dual-display phage to detect autoantibodies 
presence in serum samples using quartz crystal microbalance with dissipation monitoring as a 
sensing platform. The vertical functionalization of the phage over the STV-modified surfaces 
resulted in clear frequency and dissipation shifts revealing a well-defined viscoelastic signature. 
Screening for autoantibodies using antihuman IgG-modified surfaces and the dual-display phage 
with STV magnetic bead complexes allowed to isolate the target entities from complex mixtures 
and to achieve a large response as compared to negative control samples. This novel dual-display 
strategy can be a potential alternative to the time consuming phage ELISA protocols for the 
qualitative analysis of serum autoantibodies and can be taken as a departure point to ultimately 
achieve a point of care diagnostic system.
Keywords: dual-display phage, surface plasmon resonance, quartz crystal microbalance, 
dissipation monitoring, streptavidin-binding protein, rheumatoid arthritis
Introduction
In diagnostic sectors an immense demand has been raised to discover disease-related 
biomarkers. The most commonly used bioreceptors are antibodies, nucleic acids, 
proteins, whole cells, or microorganisms. Recently, bacteriophages have emerged as 
versatile bioreceptors in the development of diagnostic biosensors due to their high 
thermal and chemical stability and robustness.1–3 The phage can be directly used as 
a probe when they are modified to display disease-related antigens on its surface.4 
The phage production is also cost-effective, and they can be produced in sufficient 
numbers by just infecting a bacterial host. The phage could be used to display differ-
ent types of peptides, proteins, and antibodies to be employed in affinity selection of 
target-specific phage particles.1,2,5–8
Current advances in biosensors are providing the possibility for immobiliz-
ing bioreceptor molecules in a site-directed pattern while retaining their intact 
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structure and native biological function.9 As recently 
reported, the oriented immobilization of bacteriophages 
on a sensing platform resulted in a higher sensitivity in 
the detection of autoantibodies in serum samples.6 A main 
drawback of bacteriophages-based diagnostic assays is 
the nonspecific adsorption of proteins, leading to a high 
background signal and decreasing sensitivity. Due to the 
lack of a specific strategy to bring the phage onto a sens-
ing platform, most of the phage-based assays are limited 
to an ELISA format.10 However, if complex substances, 
such as serum, are used to screen for targets, phage ELISA 
lacks sensitivity due to nonspecific binding of interfering 
serum components.11
To overcome this problem, we designed a dual-display 
phage system including an autoantigenic target UH-RA.21 
as a biomarker and streptavidin (STV)-binding protein 
(SBP) as capturing peptide, both being displayed at oppo-
site ends of a filamentous phage.12 This approach resulted 
in a higher sensitivity of signal detection assays using 
STV-coated magnetic beads. Specifically, the dual phage 
displayed a biomarker (autoantigenic target UH-RA.21 
specific for rheumatoid arthritis) fused to a coat protein pVI 
at one end and an anchoring SBP fused to a coat protein 
pVII at the other end. This system allowed us to isolate the 
autoantibodies from the complex serum sample by using 
STV-coated magnetic beads followed by magnetic capturing 
of the phage, thus increasing the sensitivity in phage ELISA 
assay. In this context, introducing the dual-display phage as 
a bioreceptor in a sensing platform can present a promising 
technique for rapid, label-free screening and highly specific 
diagnosis of rheumatoid arthritis and extend its use to other 
diseases. In this regard, real-time monitoring of the dual-
display phage immobilization onto an adequate biosensing 
platform is necessary for evaluating its binding ability and 
stability. Among the different existing sensing platforms, 
quartz crystal microbalance with dissipation monitoring 
(QCM-D) fulfills the above-mentioned requirements and 
stands as a versatile, highly sensitive, label free and real-
time technology.13–15
In this work, we present a twofold study of a dual-
display phage displaying SBP using QCM-D. On the one 
hand, we evaluate the binding ability and stability of the 
dual-display system onto chemically modified sensors via 
STV–SBP binding from one end. On the other hand, we 
monitored the screening of autoantibodies in UH-RA.21 
antibody-positive serum sample using the opposite end 
functionality, a rheumatoid arthritis biomarker. For 
assessing the binding ability and stability, we followed the 
interaction of the dual-display phage onto STV-modified 
sensors by QCM-D and by complementary surface plasmon 
resonance (SPR) measurements. In particular, we examined 
the binding of four phages with different end modifica-
tions to STV-modified Au-coated QCM-D sensors and to 
STV-modified SPR chips. For monitoring the screening 
of autoantibodies in UH-RA.21 antibody-positive serum 
sample, we immobilized antihuman IgG onto the QCM-D 
sensors and isolated the specific autoantibodies from the 
serum samples through STV-coated magnetic beads modi-
fied with the SBP and the biomarker displaying phage. This 
dual-display phage-based real time and label-free sensing 
methodology can open up a new avenue in the future 
diagnostics.
Materials and methods
Materials
Four different types of phage SR21 (displaying SBP and 
UH-RA.21), SB (displaying SBP), CR21 (displaying UH-
RA.21), and CB (empty [negative control]) were prepared 
previously using the combination of helper plasmid (with or 
without SBP) and phagemid (with or without UH-RA.21).12 
STV (SO677) was obtained from Sigma Aldrich (Diegem, 
Belgium). STV-coated magnetic beads were purchased from 
Thermo Fisher Scientific (Waltham, MA, USA). Serum 
autoantibodies (UH-RA.21 antibody positive) and negative 
control (UH-RA.21 antibody negative) serum were produced 
in house. Au-coated AT-cut quartz crystals (diameter 14 mm, 
thickness 0.3 mm, surface roughness 3 nm, and resonant 
frequency 4.95 MHz QCM-D crystals) were purchased from 
Q-Sense, Sweden.
Phage complex preparation using phage, 
serum, and streptavidin-coated magnetic 
beads
SR21 phage diluted to 1011 CFU/mL in 1× phosphate-
buffered saline (PBS) buffer were preincubated with 100× 
diluted serum samples in 1× PBS buffer with gentle shak-
ing at 100 rpm for 1 hour at 37°C. Then, 1 μL of 10 μg/μL 
(3–6×106) STV-coated magnetic beads (Thermo Fisher 
Scientific) was added to the phage serum mixture and incubated 
for 30 minutes at 37°C while shaking. The phage serum bead 
complexes were captured with a magnetic field and washed 
twice with 1× PBS to remove unbound phage and remaining 
serum. Finally, captured phage were collected and resu- 
spended in 1 mL of 1× PBS.
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Quartz crystal microbalance with 
dissipation monitoring
The Au-coated quartz sensors were cleaned with a 5:1:1 
mixture of Milli Q water (conductivity of 0.055 S cm-1 at 
25°C), ammonia, and hydrogen peroxide and were ultraviolet 
ozone treated with a Digital PSD series ultraviolet ozone 
system from Novascan for 15 minutes, followed by rinsing 
in Milli Q water and drying with N
2
. For the current measure-
ments, we have used QCM-D on a Q-Sense E4 instrument 
(Gothenburg, Sweden) to monitor the frequency shift ∆f and 
the dissipation change ∆D. The changes in ∆f and in ∆D were 
monitored at three different overtones (from third to seventh) 
in a continuous flow mode with a rate of 100 μL/min over 
plain Au-coated QCM-D sensors. All measurements were 
carried out at 20°C.
characterization of sBP display in phage
The procedure carried out for each type of phage can be sum-
marized as follows. After a baseline in 1× PBS buffer was 
established, 25 μg/mL of STV in 1× PBS buffer was injected 
until saturation was observed. 1× PBS buffer was flushed 
to remove unbound STV from the surface and to check the 
stability of the adsorbed layer. Then, 1×1011 CFU/mL of 
phage samples were injected for 20 minutes and flushed 
with 1× PBS once more to remove the unbound phage from 
the crystals.
screening of autoantibodies in the serum samples
First, antihuman IgG was immobilized on the sensing plat-
form by introducing 10 μg/mL antihuman IgG in 1× PBS 
buffer over plain Au-coated QCM-D sensors with a flow 
rate of 100 μL/min. After saturation of the sensor surface, 
unbound antihuman IgG was removed by flushing the system 
with 1× PBS buffer. Afterward, the phage complexes were 
introduced with a flow rate of 100 μL/min in the correspond-
ing cells and subsequently rinsed with 1× PBS after satura-
tion was completed. As previously described, the positive 
complexes were prepared by preincubating phage, UH-RA.21 
antibody-positive serum sample and the subsequent isola-
tion of bound phage, and autoantibodies using STV-coated 
magnetic beads.
surface plasmon resonance
All the four phage samples have been diluted to 1×1011 CFU/
mL in 1× PBS buffer, and the predesigned immobilization 
protocols have been used while keeping 1× PBS as running 
buffer with a flow rate of 12 μL/min and the flow duration 
of 500 seconds. Flow cell 1 (FC 1) treated with CR21, FC 
2 with SR21, FC 3 with CB, and the FC 4 with SB phage. 
The bound response values have been monitored for all four 
phages. SA chips of Biacore are three-dimensional chips 
containing a dextran matrix preimmobilized with STV. 
The dual-display phage’s affinity binding toward STV was 
monitored on BIACORE STV functionalized chips SA sensor 
chips of Biacore (GE Healthcare, Uppsala, Sweden). SPR 
measurements were performed on a Biacore T200 instrument 
(GE Healthcare Bio-Sciences AB, Uppsala, Sweden) in PBS-
running buffer at a constant temperature of 25°C.
Results and discussion
We divide this section into two parts corresponding to the 
two main goals of this work: 1) to monitor the real-time 
binding of the dual-display phage from the SBP modified 
end onto STV-functionalized sensors and to evaluate the 
viscoelastic properties of the layer, 2) to monitor the real-
time performance of the dual-display phage in screening for 
autoantibodies in the UH-RA.21 antibody-positive serum 
versus UH-RA.21 antibody-negative serum samples in a 
QCM-D platform.
Binding characteristic of phage to the 
sTV-functionalized sensor surfaces
QcM-D results
QCM-D is an acoustic surface sensitive technique based on 
the inverse piezoelectric effect, in which the application of 
an AC voltage over the sensor electrodes causes the piezo-
electric quartz crystal to oscillate at its acoustic resonance 
frequency. The adsorption of a sample is reflected as a shift 
in the resonance frequency (∆f) and the energy dissipation 
factor (∆D). The former is related to mass changes over the 
sensor surface16 while the later accounts for the energy dis-
sipation due to the presence of the adsorbed layer.17
Figure 1 displays the ∆f and ∆D responses upon STV 
adsorption and subsequent binding of SBP displaying 
phage SR21 (positive) and non-SBP displaying phage CR21 
(negative). Upon binding of STV, ∆f decreases to ~-20 Hz, 
indicating the physical adsorption and formation of a STV 
layer onto the Au-coated sensor. The STV layer is quite rigid, 
judging from the values of ∆D ~0 and from the fact that the 
overtones in both ∆f and ∆D overlap.17,18 After PBS buffer 
flushing, the level of ∆f and ∆D hardly changed indicating 
that the STV layer was quite stable. Subsequent introduction 
of the SBP displaying phage (SR21) into the system caused 
large shifts in both ∆f and ∆D. The ∆f response decreases 
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to ~-180 Hz, reflecting the binding event of SBP displaying 
phage SR21. In addition, the increase in ∆D indicated that the 
adsorbed SBP displayed phage layer is very dissipative. In 
turn, the introduction of the negative sample (non-SBP dis-
playing phage CR21) hardly induced any change in the level 
of ∆f and ∆D, if any, it slightly destabilized the STV layer, 
and removed adsorbed STV, as concluded from the slight 
increase (decrease) in ∆f (∆D) response (Figure 1B and D).
An additional ∆D – ∆f plot shown in Figure 2 elimi-
nates time as an explicit adsorption parameter and pro-
vides insights into the viscoelastic nature of the formed 
adlayers.19 Specifically, the slope of the line between the 
initial and final point of adsorption, k
D–f
 = ∆D/∆f scales 
differently with different adlayer conformations. This 
means that rigid and compact layers yield low k
D–f 
values, 
whereas bulky and diffuse layers yield high k
D−f 
values.19 
Figure 2A shows the different slopes upon STV and 
SBP displaying phage adsorption. As it can be observed, 
adsorption of STV yields a k
D–f
 =-0.01, while adsorption of 
SBP displaying phage k
D–f
 =-2.09. As anticipated before, 
the STV layer is a rigid and compact layer, while the 
phage is a soft biomolecule in a likely vertical conforma-
tion. Though water is entrapped in both layers, the phage 
allows a larger amount of water molecules within the 
layer thus showing large energy dissipation. Furthermore, 
the effective thickness before and after phage addition 
was calculated using the Voigt based model consisting 
of an elastic element (spring) in parallel with a viscous 
element (dashpot).18,20,21 The data of several overtones 
(third to seventh) were fitted using the software Qtools 
(Q-Sense AB, Sweden) keeping as fixed parameters the 
density and the viscosity of the fluid as 1.0 g⋅cm-3 and 
Figure 1 ∆f and ∆D responses upon sTV adsorption and subsequent binding of sBP displaying phage sr21 (A and C) and non-sBP displaying cr21 (B and D) to the 
au-coated QcM-D sensors. The red arrows indicate the time of addition of the sample.
Abbreviations: sTV, streptavidin; sBP, streptavidin-binding protein; QcM-D, quartz crystal microbalance with dissipation monitoring.
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1 mPa⋅s, respectively. The obtained values should be taken 
as an approximation, since we ignore the density of the 
STV and of the dual-display phage layers. However, the 
significant increase in thickness (Figure 2B) upon phage 
binding is due to the most likely vertical configuration of 
the phage. In order to assess the speed of adsorption of 
the two processes, the ∆f responses of the separate events 
were fitted to a single exponential decay:
 ∆f f Ae t= ∆ + −
0
τ  (1)
where A is the amplitude and τ is the time constant. As it 
can be observed in Figure 3, the adsorption of STV onto 
the Au-coated QCM-D sensors is fast (τ ~329 seconds), 
while the SBP displaying phage is more gradual and slower 
(τ ~1,750 seconds). Although not shown here, the remaining 
phages, positive single-display phage SB and negative phage 
CB, behaved in the same way as their positive and negative 
counter parts, SR21 phage and CR21 phage, respectively 
(Figures S1 and S2).
sPr results
The physical principle behind SPR is based on the change of the 
optical properties of the medium upon sample adsorption, which 
translates in a shift in the reflectivity versus angle dip.22 STV 
can form affinity binding with biotin or with SBP, and one can 
expect it to happen very rapidly.23,24 Since STV and SBP binding 
is mostly irreversible, the chips cannot be reused or regenerated. 
1×1011 CFU/mL of phage samples were introduced over the cor-
responding FC’s at a rate of 12 μL/min, and the binding response 
was immediately observed. Figure 4 shows a comparison of the 
binding response between positive and negative samples. As 
expected, positive samples display a much larger binding affinity 
with higher stability, whereas for both negative phage samples, 
response bound went to negative values and back to the baseline 
after buffer addition (see insert in Figure 4).
screening of autoantibodies in serum 
using QcM-D
The presence of autoantibodies in serum was detected 
based on their biointerface characterization (∆f and ∆D) 
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on QCM-D. Figure 5 shows the ∆f and ∆D responses upon 
antihuman IgG adsorption and subsequent binding of dual 
display positive complex SR21 (left panels) and negative 
complex CR21 (right panels). In the first step, the adsorp-
tion value of antihuman IgG over Au-coated sensors yielded 
∆f ~-30 Hz and ∆D ~0.75×10-6. The small ∆D value indicates 
that the layer of antihuman IgG is quite rigid, in addition 
to this, during the washing step with PBS buffer, ∆f and 
∆D values remained the same. The physical adsorption in 
Figure 5 shows that the binding of antihuman IgG (the first 
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layer) showed very similar ∆f and ∆D responses in all four 
sensors, confirming the same kind of IgG adsorption and 
layer formation in all four Au crystals.
Subsequent introduction of the positive phage com-
plex results in larger shifts in ∆f and ∆D. The ∆f response 
changes in absolute value ~25 Hz, while ∆D increases an 
amount of ~2×10-6. When the negative complex is added, 
∆f decreases ~5 Hz and ∆D increases ~0.75×10-6. The 
positive phage complex shows a larger ∆f response than the 
negative phage complex, indicating larger mass binding to 
the IgG layer. This is due to the specific binding between 
the phage bound autoantibodies and the antihuman IgG 
adsorbed surfaces. The display of autoantigenic target on 
the phage pVI via the phagemid system will allow ~10% of 
the phage to display the target, in contrast to the SBP display 
via helper plasmid system, which can display SBP in all 
phages.11 Hence, the ∆f decrease is much lower compared 
to phage immobilization in Figure 1. The binding of the 
negative complex was considered as nonspecific, since the 
surface was not blocked beforehand. Figure 6 shows ∆D – 
∆f plots with different k
D–f
 slopes upon antihuman IgG and 
phage addition stages. The low k
D–f
 values obtained during 
the formation of antihuman IgG layer for both positive and 
negative complexes are very similar (k
D–f
 ~-0.03) and indi-
cate that the antihuman IgG layer is rigid. In contrast, phage 
binding represented a higher value for both the positive and 
negative complexes. An effective thickness obtained using 
the Voigt based model reflects a significant increase in thick-
ness upon phage binding (Figure 6C and D). Unlike binding 
of SBP displaying phage and STV interaction, where the 
phage conformation at the surface was likely vertical with 
very large ∆D and k
D−f
 values, the binding of phage to antihu-
man IgG via the autoantibody biomarker results in lower ∆D, 
k
D–f
, and thickness values. These difference can be related to 
their conformation on the surface, the phage adopts a vertical 
configuration when bound to the STV layer that can be largely 
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deformed during the shear oscillation, whereas when bound to 
the antihuman IgG layer, less phage complex is bound being 
more rigid and does not accommodate vertically due to the 
presence of a heavy magnetic bead on the opposite end. The 
time constants obtained by fitting the ∆f data to Equation 1 in 
Figure 7 indicates that IgG adsorption onto Au surface is a 
fast process (τ ~180 seconds). In addition, the subsequent 
binding of the positive complex to antihuman IgG was hap-
pened faster (τ ~393 seconds) as compared to the nonspecific 
binding of the negative complex (τ ~713 seconds).
Conclusion
In this work, we used QCM-D to follow in real time the 
binding of a novel dual-display phage with different end 
functionalities, SBP at one end and a rheumatoid arthritis 
biomarker at the other end. Four phages displaying different 
end functionalities were used for the sake of better compari-
son. When binding via the SBP end to a STV-modified gold 
surface, the phage displaying adopt a flexible, vertical confor-
mation, characterized by large frequency and dissipation shifts 
and a large effective thickness. Phage binding takes place 
gradually and slower compared to an STV layer formation 
on gold. Negative control phage that is nondisplayer of SBP 
shows no binding response on STV-modified gold surfaces. 
Complementary SPR measurements confirm the high affinity 
between SBP and STV by displaying large response units.
The detection of autoantibodies in the antihuman IgG 
immobilized surfaces was carried out using phage complex 
made up of a dual-display phage, STV-coated magnetic 
beads, and serum samples. Patient’s serum sample contain-
ing autoantibodies was bound to the dual-display phage’s 
autoantigenic target UH-RA.21 and at the same time SBP 
of the dual-display phage bound to the magnetic beads, thus 
making a positive complex. In turn, the healthy control serum, 
which had no serum autoantibody could not make a complex. 
Autoantibodies in the positive complex specifically bound to 
the antihuman IgG immobilized surfaces and resulted into 
larger frequency and dissipation shifts than the negative 
complex that contains no autoantibody (Figure S3).
While comparing the phage functionalization over the STV 
surface of QCM-D crystals and the phage complex binding to 
the antihuman IgG surface, lower dissipation and frequency 
changes were observed for the later. The lower dissipation 
can be ascribed to the fact that heavy magnetic beads in the 
complex bring down the vertically oriented phage, making it 
less dissipative. The lower mass adsorbed is due to the fact 
that phagemid-based display systems in which autoantigenic 
target is displayed, show a very low display level (~10% of 
the dual-display phage will have UH-RA.21), leading to a low 
number of complex binding over the sensor surface.
Further improvements would require blocking of the 
surface to avoid undesired nonspecific binding. These results 
prove that this dual-display phage can be used in isolating 
any protein of interest from complex mixtures and could be 
a better alternative to the phage ELISA protocols in qualita-
tively detecting the presence of autoantibodies in patient’s 
serum sample. In the future, this work can be taken as a 
reference to use this novel type of dual display as a label-free 
diagnostic tool into rapid, highly sensitive sensing platforms 
in analyzing patient’s serum samples.
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Figure S1 sTV adsorption on au-coated QcM-D sensors and subsequent binding of sBP displaying phage sB.
Notes: (A and B) show the ∆f and ∆D responses, respectively, and (C and D) representing the kinetics study on the sTV and sB phage binding.
Abbreviations: sTV, streptavidin; QcM-D, quartz crystal microbalance with dissipation monitoring; sBP, streptavidin-binding protein.
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Figure S2 sTV adsorption on au-coated QcM-D sensors and subsequent binding of non-sBP displaying phage cB.
Notes: (A and B) show the ∆f and ∆D responses, respectively.
Abbreviations: sTV, streptavidin; QcM-D, quartz crystal microbalance with dissipation monitoring; sBP, streptavidin-binding protein.
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Figure S3 schematic diagram of the dual-display phage sensor and the change in the frequency ∆f with time upon binding of antihuman Igg and the phage complex on 
QcM-D.
Abbreviations: QcM-D, quartz crystal microbalance with dissipation monitoring; sBP, streptavidin-binding protein.
